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 Miller, Ingo, 1966 / 09 / 14  #  LW1001

WEVOSYS medical technology Hubert Sandman lingWAVES v3.2.7

 Speaking  profile

Pitch: Max A2 (112.6 Hz)

Min B1 (62.5 Hz)

Range 10 HT (50.1 Hz)

Loudness: Max 90 dB(A)

Min 56 dB(A)

Dynamic 34 dB(A)

Soft Pitch: C2 (67.2 Hz)

Loudness: 59 dB(A)

Normal Pitch: D#2 (80.1 Hz)

Loudness: 66 dB(A)

Loud Pitch: G#2 (102.6 Hz)

Loudness: 83 dB(A)

Shouting Pitch: C4 (266.2 Hz)

Loudness: 95 dB(A)

 Speaking profile slope Slope 18 dB/O
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  Franke Ingolf, 1966 / 09 / 14    #  LW1001

WEVOSYS medical technology Hubert Sandman lingWAVES v3.2.7

 Singing profile

Pitch: Max C5 (535.5 Hz)

Min D#2 (79.6 Hz)

Range 33 HT (455.9 Hz)

Loudness: Max 109 dB(A)

Min 43 dB(A)

Dynamic 66 dB(A)

Norm profile coverage 100 %

DSI +3.1

Level 3.0
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